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GLOSSARY

ADM advanced development model

ATA atmospheres absolute

BPM breaths per minute

Canister Breakthrough point at which CO concentration in the
inhaled gas reachid 0.5 percent surface
equivalent

0oC  temperature in degrees Centigrade
cmH2 0 centimeters of water pressure

(differential)

CO2  carbon dioxide gas

EDF Experimental Diving Facility

oF  temperature in degrees Fahrenheit

FSW feet of seawater

H.P. Sodasorb high-performance sodasorb

kg-m/l breathing work in kilogram meters per
liter ventilation

ltv The tidal volume of air breathed in and
out of the lungs during normal respira-
tion

1pm liters per minute (flow rate)

NEDU Navy Experimental Diving Unit

02 Oxygen

OSF Ocean Simulation Facility

AP pressure differential (cmH20)

PPM Pre-Production Model

P02  Oxygen partial pressure

psig pounds per square inch gauge

RMV respiratory minute volume in liters
per minute
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GLOSSARY (CONTINUED)

SEV surface equivalent value

Temp temperature

Texp Exhaled gas temperature

Tin Inspired gas temperature

UBA underwater breathing apparatus

iv
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INTRODUCTION

Unmanned testing by NEDU evaluated the U.S. Navy UBA EX-16
closed circuit rebreather considering three separate parameters:

(1) Breathing resistance to a depth of 300 feet
using helium-oxygen diluent and to 150 feet
using air diluent.

(2) Maximum canister duration in water temperatures
ranging from 290 F to 900 F.

(3) Maintainability of required P02 set point.

The EX-16 (Figures 1 and 2) was tested in conjunction with a
non-magnetic Full Face Mask and AGA hoses (Figure 3). Two types
of non-return valves were evaluated for use in the mask:

(a) the standard silicon mushroom valves

supplied with the AGA Mask

(b) Koegel valves

Breathing resistance tests were performed on both configurations
to determine which style valve required the least amount of
respiratory work by the diver. In addition, breathing resis-
tance tests were performed on the EX-16 in conjunction with an
AGA two hose mouthpiece. This mouthpiece utilized the same
silicon mushroom valves found in the AGA Full Face Mask. The
purpose of these tests was to establish performance capabilities
of the EX-16 at depth and at varying temperatures.

Equipment Description

The Underwater Breathing Apparatus (UBA) EX-16 is a Low
Influence Signature (LIS) closed circuit, mixed gas, constant
partial pressure oxygen, underwater life support system developed
to support the low magnetic and acoustic signature requirements
of Explosive Ordnance Disposal (EOD). The breathing medium is
kept at a predetermined partial pressure of oxygen (P02 ) set-
point by use of oxygen sensors that monitor, evaluate, and
control the level via a battery operated electronic module. The
major individual components under development to support the Low
Influence Signature (LIS) requirement consist of a Light Emitting
Diode (LED) primary display mounted in the face mask; a plastic
cased, rechargeable non-magnetic battery; a solid state, semi-
conductor, expendable electronics package, an LIS oxygen control
valve, and a Liquid Crystal Display (LCD) secondary display. In
addition the CO2 scrubber assembly of the EX-16 uses Lexan
materials and is replenished through the top.
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Functional Description

The EX-16 is a closed circuit rebreather which recircu-
lates the diver's respired gases. The system is capable of
providing approximately 595 liters (21 cu. ft.) of oxygen (02).

Most components are fabricated of fiberglass, polycarbo-
nate, nylon, brass, neoprene, or some other non-magnetic
material. By necessity, certain components such as the oxygen
and diluent bottles (high pressure components) are fabricated
of materials such as Inconel 718 which could have a magnetic
signature imparted to them. The components and materials used
in the MK-16 have been specially selected and assembled such
that while operating the complete assembly will not exhibit a
magnetic signature greater than five gamma (Y) at a distance
of 0.1 meter (4.5 in.).

During normal operation, the diver inhales a mixture of
02 and diluent gas which is contained in the breathing loop.
T e diver's exhaled gas is recirculated back to the scrubber
housing where it is filtered through the scrubber where carbon
dioxide (CO ) is removed. As the partial pressure of O (Po2)
in the breaihing loop drops, 02 sensors housed in the cinter
section signal the electronics assembly which activates the 02
control valve, emitting additional 02 to the breathing loop.

As the diver descends, the EX-16 adds diluent to maintain
the pressure of the diver's breathing loop gas supply equal to
ambient pressure. Diluent gas is added to the breathing loop
in response to actuation of the diluent addition valve by the
motion of the molded neoprene diaphragm as a result of the
reduced volume in the breathing loop.

While the diver is working at his assigned depth, his P02
is monitored by the three 02 sensors. When the diver's Po goes
below a predetermined setpoint, the sensors send a signal ?o the
0 addition valve, via the electronics assembly, which opens to
alow additional 0 into the breathing loop. Oxygen addition
continues until thi Po in the breathing loop is brought back
to the predetermined sitpoint. A second signal is then sent by
the electronics assembly causing the 02 addition valve to close.

The primary display indicates relative oxygen concentration
and qualitative electronics status. The primary display is
mounted on the right side of the diver's mask and indicates the
Po2 in the breathing loop by means of two (red and green) Light
Emitting Diodes (LEDs). Functional indications are: Normal 0
(steady green), High 02 (blinking green). Low 02 (blinking redf,
and transition from one state to another, low battery voltage
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and/or failure of logic components (blinking red and green).
In the event of a dead battery or blown fuse, the display is
blanked.

The diver is also equipped with a secondary display which

directly monitors the 0 sensors and the secondary battery level.
The secondary display cgnsists of a single Liquid Crystal Dis-
play (LCD) which is powered independently. The manual by-pass
valves permit the diver to control the addition of diluent or

02 to the breathing loop should the automatic system fail.

TEST PROCEDURE

Test Plan

The complete test plan is provided in Appendix A. All
applicable NEDU specifications for unmanned testing were fol-
lowed. Test equipment is listed in Appendix B and illustrated
in Figure 4. A breathing machine simulated inhalation and
exhalation at varied depths, water temperature and diver work
rates.

Controlled Parameters

Breathing Resistance Tests

Breathing resistance controlled parameters:

1. EX-16 Diluent: Air and HeO 2 (84/16)

2. Breathing rate/tidal volume/RMV/Simulated Diver
Work Rate

a. 15 BPM 1.5 Liters 22.5 RMV Light
b. 20 BPM 2.0 Liters 40.0 RMV Moderate
c. 25 BPM 2.5 Liters 62.5 RMV Moderately Heavy
d. 30 BPM 2.5 Liters 75.0 RMV Heavy
e. 30 BPM 3.0 Liters 90.0 RMV Extreme

3. Exhalation/inhalation time ratio: 1.00/1.00

4. Breathing waveform: Sinusoid

5. Incremental descent stops:

a. Air - 0 to 150 FSW in increments of 33 FSW
b. HeO 2 - 0 to 300 FSW in increments of 33 FSW

6. Diluent Supply Pressure: 1000 psig

6
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Canister Duration Tests

Canister duration controlled parameters:

1. EX-16 Diluent: Air and HeO 2 (84/16)

2. CO2 breakthrough tests were conducted using H.P.
sodasorb at work temperatures of 90, 70, 60, 50,
40, and 290 F.

3. CO2 add rate during simulated rest/work

a. 0.9 1pm at 23.0 RMV (2.0 ltv x 11.5 BPM) for 4
minutes (rest)

b. 2.0 1pm at 50.0 RMV (2.0 ltv x 25.0 BPM) for 6
minutes (work)

NOTE: The CO2 add rate is cycled between 0.9 and
2.0 Ipm at 4 and 6 minute intervals, respectively,
for the duration of the canister tests to simulate
a man at rest and work on a bicycle ergometer.

4. Relative humidity of exhaled gas: 90 (+2) percent

5. Exhaled gas temperature followed a formula of expired
gas temperature equals 24 + .32 times inspired gas
temperature (Texp = 24 + .32 T in °C).

NOTE: Tin is assumed to be 100 C above ambient water
temperature.

Water Temperature (0F)

29 40 50 60 70 90

80 83.5 86.7 90 93 98.6

Exhaled Gas Temperature (OF)

6. Depths for canister duration tests

a. Air - 30, 50, 100, 150 FSW
b. HeO 2 - 30, 100, 200, 300 FSW

7. Diluent Supply Pressure: 1000 psig

8



Oxygen Consumption Tests

1. 02 consumption rates:

a. 0.9 lpm at 23.0 RMV (simulated rest cycle)
b. 2.0 1pm at 50.0 RMV (simulated work cycle)

2. EX-16 Diluent: Air and HeO2 (84/16)

3. Depths for oxygen consumption tests:

a. Air - 0 to 150 FSW
b. HeO 2 - 0 to 300 FSW

4. Diluent Supply Pressure: 1000 psig

Measured Parameters

Breathing Resistance Tests

Breathing resistance maximum AP (cm of H20) (i.e. total
pressure excursion between exhalation and inhalation cycles)

Canister Duration Tests

1. CO2 level out of scrubber, expressed as percentage

of S.E.V.

2. Canister bed temperatures in OF

Oxygen Consumption Tests

02 level in inhalation hose (% SEV)

Computed Parameters

Respiratory work (Kg-m/1) from AP vs volume plots obtained
during breathing resistance tests.

Data Plotted

The following plots were developed from data received in the
breathing resistance tests:

1. Breathing resistance maximum AP vs depth at each
RMV tested

2. Respiratory work vs depth at each RMV tested

9
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The following plots were developed from data received

in the canister duration tests:

1. CO2 (% of SEV) out of scrubber vs time

2. Canister bed temperature vs time

The Po2 inhaled gas (SEV) vs time plot was developed
from data received in the oxygen consumption tests.

RESULTS AND DISCUSSIONS

Breathing Resistance

The breathing resistance of the EX-16 was measured in
three different configurations using both air and helium as
the diluent. The three test configurations were as follows:

1) EX-16 UBA/AGA Full Face Mask with stock mushroom
non-return valves and AGA hoses

2) EX-16 UBA/AGA Full Face Mask with Koegel non-return
valves and AGA hoses

3) EX-16 UBA/AGA two hose mouthpiece with stock mush-
room non-return valves and AGA hoses

A total of five RMVs were tested at all normal operating depths
to simulate light through extreme diver work rates. Breathing
resistance was measured using a pressure transducer located in
the oral-nasal cavity of the mask and the oral cavity of the
mouthpiece.

Figures 6 through 11 (Appendix C) show performance using
the mushroom and Koegel non-return valves on air and HeO 2 in
both full face mask and mouthpiece configurations.

In all tests the mushroom and Koegel valves give almost
identical performance. There is also no diacernable difference
in performance between AGA Mouthpiece with the stock mushroom
valve and the AGA Full Face Mask with those same non-return
valves. Under all test conditions approximately 50 percent of
the total breathing resistance was attributable to exhalation
and 50 percent to inhalation.
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All test modes showed breathing resistance to be less
than 35 cmH20 pressure at work rates up to 62.5 RMV when using
air. Seventy-five (75) RMV produced pressure differentials
beyond this point at 132 FSW and 90 RMV reached this point at
66 FSW.

When using HeO 2 as the diluent, breathing resistance
was substantially less than values obtained using air. Pressure
differentials did not exceed 30 cmH20 at any depth up to 75 RMV
and 90 RMV remained below 30 cmH20 to a depth of 198 FSW.

Breathing Work

Breathing work is a measure of the respiratory energy
expended by the diver to operate a UBA. When used in conjunc-
tion with the peak inhalation and exhalation breathing resis-
tance data, it provides a useful tool in the evaluation of
underwater breathing apparatus.

In all test modes on air (Appendix D - Figures 12 through
14) breathing work remained below 0.30 kg-m/l at depths above
99 FSW until 90 RMV was reached. This correlates well with
breathing resistance measurements in showing the UBA capable of
supporting heavy diver work rates. A Helium Oxygen mix signifi-
cantly reduces required breathing work and at no time did the
breathing work exceed 0.30 kg-m/l (Figures 15 through 17).

C02 Absorbent Canister Tests

A total of 65 canister duration studies were conducted
as part of the EX-16 UBA evaluation. Canister endurance, depth,
breathing mix, and water temperatures for the test series are
summarized in Table 1. Data yielded very consistent results.
Duration differences of more than two or three work/rest cycles
were never obtained when comparing various test runs with identi-
cal conditions. As was shown in earlier tests (reference 1), the
canister is quite sensitive to how the absorbent is packed. The
optimum amount of absorbent that realized the best results was
consistently eight pounds (+ four ounces). Consequently, great
care was taken to assure uniformity of canister packing in order
to achieve consistent results. All canister duration tests were
performed using the AGA Full Face Mask with stock mushroom valves.

Canister Bed Temperature Results

Figures 18 through 33 (Appendix E) depict temperature at
selected locations within the canister bed. These temperatures
are plotted at 10 minute intervals as the % CO2 (SEV) rises to 1.0.

11
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Tests were carried to 1.0% CO2 SEV to gain a complete picture
of canister bed life. Figure 5 illustrates the position of
the thermistors in the canister.

The canister bed temperature progression is not plotted
for each EX-16 canister test conducted. However, a represen-
tative graph for cold and warm water at each depth tested is
included. On runs where only cold water test data is plotted,
the canister durations were long enough that warm water tests
were not warranted. The pattern of temperature rise and fall
at the different locations in the canister bed provides a useful
means of determining which parts of the bed are most efficiently
used (i.e., the higher the temperature, the more effective the
bed use). While the thermistors nearest the inner and outer
canister walls are generally the highest temperatures, the #2
thermistor located in the center of the bed is also consistently
high, indicating that channeling is not a problem and the absor-
bent bed is uniformly used. The canister proved to be so con-
sistent that at the end of each test the following was observed:
The top 1 to 1-1/2 inches was unused with very little evidence
of channeling. Below this unused layer the sodasorb showed
uniform blue indicator coloration.

Canister Duration Results

Figures 34 through 60 (Appendix F) plot percent CO SEV
versus time. Due to the great number of tests conducted and
the EX-16's consistent performance, only representative plots
of each set of test conditions are shown. The average times of
all tests are summarized in Table 1. The canister duration plots
correspond to those for canister bed temperature vs. time res-
pectively. Numerous tests were carried all the way to 2.0% CO2
SEV. These tests indicate that the canister does not quickly
reach 2.0% after passing the 1.0% CO2 mark.

NOTE: Moisture content in the H.P. Sodasorb ranged
from 13.5% to 15.0%.

Oxygen Consumption Test Results

A series of tests simulating oxygen consumption by the
diver were conducted to determine whether or not the EX-16
could maintain P02 in the UBA at its required setpoint of
0.7 ATA absolute.

The tests were conducted at various depths on both air
and HeO2 mixes. Maximum normal ascent and descent rates were
simulated before reaching test depths where standard rest/work
cycles were begun.

The diver-inhaled gas was monitored using an instrument
specifically designed to measure oxygen. This value was
compared to the EX-16 secondary readout being displayed to
the diver.

12
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TABLE 1

EX-16 Unmanned Canister Duration Tests
Summary of Results

NOTE: A minimum of two tests were run at each set of test
conditions.

I. Air Diluent Tests

Mean Time Mean Time Mean Time
Run Depth Water Temp 0.5% SEV 1.0% SEV 2.0% SEVNumber (FSW} (OF) (Min) (Min) (Min)

1 30 29 280 335
2 30 70 258 294
3 50 29 270 332
4 50 40 256 322
5 50 90 259 300
6 100 29 109 154
7 100 40 233 302
8 100 50 267 336
9 100 70 262 333

10 150 29 71 108 147
11 150 40 97 145 218
12 150 50 217 286
13 150 60 266 319
14 150 70 218 293

II. HeO 2 Diluent Tests

Mean Time Mean Time Mean Time

Run Depth Water Temp 0.5% SEV 1.0% SEV 2.0% SEV
Number (FSW) (OF) -(Min) (Min) (Min)

15 30 40 279 328
16 100 29 273 330
17 100 70 293 344
18 150 29 186 258
19 150 40 276 333
20 200 29 139 188 240
21 200 40 124 189
22 200 50 210 290 369
23 200 60 299 367
24 300 29 71 96 147
25 300 40 114 149
26 300 50 120 190 288
27 300 70 242 310

14
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The Po results show the EX-16 oxygen sensing and addition
system undei steady state conditions maintains 0.7 ATA setpoint
PO within 0.74 ATA on the high side and 0.60 ATA on the low
sige with the diver at work or rest regardless of depth or
breathing mix. It was observed that during a 75 feet per
minute compression on HeO from the surface to 300 FSW, the
max Po level upon reachigg the bottom was 1.8 ATA with the
diver gonsuming 2.0 1pm 0 all the way to the bottom. From
this point it took 8.5 minutes for the working diver to return
to the setpoint level of 0.7 ATA Pol.

The same maximum descent rate conditions using air as a
diluent and traveling from the surface to 150 FSW were tested.
Results showed a maximum Po upon reaching the bottom of 1.50
ATA. From this point it took 7.5 minutes for the working diver
to return to the setpoint level of 0.7 ATA Po2 .

A maximum ascent rate of 120 feet per minute was tested
to determine how low the Po would go when coming immediately
from 300 to 33 FSW. The rii was controlling adequately around
0.7 ATA Po2 before leaving the bottom. At 33 FSW Po2 had
dropped to 0.20 ATA with the diver consuming 2.0 1pm of oxygen
during ascent. However the rig recovered to 0.7 ATA within
three minutes.

Figure 61 (Appendix G) shows how the 0 add valve begins
adding oxygen when the 02 content level goei below 0.60 ATA
and shuts off when the 02 sensors receive a reading of 0.60
ATA or above.

CONCLUSIONS

Results of this test series generated the following
conclusions:

1. Breathing resistance of the EX-16 UBA when used in
conjunction with the AGA Full Face Mask or AGA Two Hose Mouth-
piece is improved over the original Scott mouthpiece. No
significant difference was observed between the performance
of the AGA Mushroom or Koegel Valves.

2. Carbon dioxide absorbent canister durations are
comparable to those seen in the prototype unit tested in
reference (1). Canister durations under identical test condi-
tions were quite consistent, varying only 10 to 20 minutes
between tests. Tests which were carried to 2.0% CO SEV did
not indicate a tendency for the canister to break tArough
quickly after reaching 1.0% CO SEV. In general, durations
show the canister to be operating near maximum efficiency for
this design without external heating of the absorbent bed.

3. 0 setpoint control is adequate and meets current
performanci requirements in the unmanned mode.

15
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APPENDIX A

A. Test plan for breathing resistance evaluation:

(1) (a) Ensure the EX-16 is set to specification
and is working properly.

(b) Chamber on Surface.

(c) Calibrate transducer.
(d) Open makeup gas supply valve to test UBA.

(e) Adjust breathing machine to 1.5 liter tidal
volume and 15 BPM and take readings.

(f) Adjust breathing machine to 2.0 liter tidal
volume and 20 BPM and take readings.

(g) Adjust breathing machine to 2.5 liter tidal
volume and 25 BPM and take readings.

(h) Adjust breathing machine to 2.5 liter tidal
volume and 30 BPM and take readings.

(i) Adjust breathing machine to 3.0 liter tidal
volume and 30 BPM and take readings.

(j) Stop breathing machine.

(2) (a) Pressurize chamber to 33 I.

(b) Repeat Steps (1) (e) - (j)

(3) (a) Pressurize chamber to 66--150 FSW in 33 FSW
increments.

(b) Repeat Steps (1) (e) - (j).

(4) (a) Bring chamber to surface.

(b) Check calibration on transducers.

(5) Repeat steps 1 through 4 to depth of 300 FSW in 33 FSW
increments using HeO2 (84/16) as the diluent.

B. Test plan for CO2 canister duration evaluation

(1) (a) Ensure that EX-16 is set to factory specifica-
tions and is working properly using H.P.
Sodasorb.

(b) Chamber is on surface.

18



(c) Calibrate transducers and Beckman 865
analyzers.

(d) Open makeup gas supply valve to test UBA
(Diluent: Air)

(e) Water temperature to be 90°F.

(f) Start humidity add system.

(g) Press chamber to 30 FSW.

(h) Start CO, add and maintain following
procedur until 1.0% SEV CO2 is reached:

4 minutes at 0.9 ipm CO add 2.0
liter tidal volume ang 11.5 BPM

6 minutes at 2.0 1pm CO add/2.0 liter

tidal volume and 25 BPM

(i) Take data every 10 minutes until breakthrough.

(2) Re8 eat steps (1) (a) - (i) at 70, 60, 50, 40, and
29 F.

(3) Repeat steps (1) and (2) at 50, 100 and 150 FSW.

(4) Repeat steps (1) and (2) using He0 2 (84/16) at
depths of 30, 100, 150, 200 and 300 FSW.

Note: A minimum of two tests are to be conducted at

each set of test conditions.

C. Test plan for 02 addition/control system evaluation:

(1) (a) Ensure that EX-16 is set to factory specifica-
tions and is working properly.

(b) Chamber on surface.

(c) Calbrate oral pressure tranducer and S-3A 0
analyzer.

(d) Open makeup gas supply valve to test UBA
(Diluent: Air).

(e) Water temperature to be 70°F.

(f) Press chamber to 30 FSW at 75 FPM.

(g) Start CO add system with the normal rest/
work cycIes.

19
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(h) Start 02 consumption systems when chamber
reaches the bottom in cycle with the CO2
add system.

(i) Take data every minute for 15 minutes.

(2) Repeat steps (1) (a) - (i) at 60, 90, 120, and
150 FSW.

(3) Repeat steps (1) (a) - (i) except using HeO
(84/16) as a diluent and take data at 50, 100, 150, 230,
and 300 FSW.

20
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APPENDIX B

Test Equipment Used

1) Breathing machine

2) Validyne pressure transducer Model DP-15 with 1.00 psid
diaphragm (oral pressure)

3) Wet test box

4) The heating and cooling system from the EDF life support
loop used to control water temperature during the canister
duration tests

5) MFE Model 715M x-y Plotter

6) Validyne CD-23 transducer readout (1 each)

7) Applied Electrochemistry Model S-3A for analyzing 02 in
breathing loop

8) NEDU EDF Chamber Complex

9) External gas supply pressure gauge

10) Chamber depth gauge

11) Test UBA: UBA EX-16 (PPM-l)

12) Breathing machine piston position transducer/CO2 add
system/humidity add system

13) Relative humidity sensor

14) Strip chart recorder

15) 02 consumption simulation system

16) YSI Model 731 Thermistors for monitoring canister bed
temperature and water temperature (4 each)

17) Digitec HT-5820 Thermistor Readout (4 each)

18) Beckman 865 Infrared Analyzer for monitoring CO out of
the scrubber (1 each) 2
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APPENDIX C

Breathing Resistance Data
Figures 6 through 11
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APPENDIX D

Breathing Work Data
Figures 12 through 17
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APPENDIX E

Canister Bed Temperature Data
Figures 18 through 33
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APPENDIX F

Canister Duration Data
Figures 34 through 60



C C)

- C
co('

w uj
CDC

L ii

C)

Cj

CO:

-- W C Ii.

* UC%j( -.

-C LA CC3 (

co C - C

C)LLJ (N

-: WA U

-I I )
Z ~ 4l Li oIL

C

IC-
LiJLAg Cj

C), C) C D CD C ) C

zc
W S 3'.('

Li55



(n V~

I- 4-)

LJo 
0r C

UC%

0

C)

0 u0

C)0
00 ~CD'J

>

f CD LN. cm LO )

co cx

= CD IA E Il A
I IoI LOI lI

5 Lqr I I

GIJ Lf r
01 C)

uI o

K LhJ L.J

(A3S) 0o %

56



LJ

4n . 00S Y

o (1)

La
co C0

X. C)

00

00

CJ

CIO
I) >

cm CD II L"l~

I- W
IC m

(.D ElOE
oCD

- C

o i U)

E I ..

ui'- 0D ON c

(A)S LA.

LA-57

..................



C) 0 f

C).

0

CJ

%0

0 C~0

LU

co 0 -
0

00 C:)

CIO
coi

Ujg

i-Co

C). 0 C

V)LoCDc

(A)s LA- C
U-58

C 5



LLo

hk i -- 4-) '.

ix LL 0

0
(NJ

C)
(Nj

K ii

on 
>

CD uI

Ix =

Ij M

CAs m

59D



L.Li C)C)I
V)I

w LUJ

C~)

co

C:)

0

S- -- >.
0 U, CCA

_ 0 LU C)

00C

C;0 LU)
0co

LAJ I- (i L-

-t I C)
ui c)

(AJS C)3

60



%II

C)I
M

I-

U1 CD LU 0

-0

* .o
CAJ Z II cI

LL0

CD C C'j A L

co ILULJ
C) F

LU X: LU Cco C)
co CD

I-j C)IJ I-LCD "IL

E CIcm C,

CA 0 -2,t

F- I

11 Lij 0L

(LU cla

C) o C) C-. C:) C) C C) C:) CD

WAS) OZ3 %

61



LIJ

0~ 0L
C) -m~

CC

0110

o) c,'J

< 0)

C,

0
(Nj

0 C0

o t

V) 
>

cco

-U U.
- I

cm II-

cl. cli
La 0m I.-

I--u cy?
o)C )4 D C D C

WS 0

z *. R62



F- 1- Uo) t. C.,

C,
0c~

F- 4-,
VLLJJ

co C0
w cl0

C)0

CDJ

cc U I

I I 2 >

I I
V) CI-a,I I

I CI
V) (M F,- cCnI

If
C3 mi CD
ui to

-I IL CZ' I-
X F I

-< 0L Loc - . L) ~ C '

(A3S) O3 %

63-



00

V) ko

LaJ
CI C0

C) LLJ

co = I

oc

0 C~0
000

LO 0 Ln-;

0i X

L .J L-

- ' 0.0 LL C

co 0 D
*C- M

t.-~~I. V)C) LJ q

LL z- 
L

C~ 0)
c A LL I

>AJ LOJ -d C)to

LC) C I

N) U- - . - 00

(ALs wO %~

64



LLI

* 0

LaJ

CDP .J On

)0

0

00
C~~L

C14

0

WD 0

I-0)

LIJ

* a-
' .JLA .

=D 'AJ ------- C'~j Lo . .t C

(n3S Lo3 C)C
LLI 65



LjCJ

C)
I- '.0

LC\J

Ln en

Co oJ

CJ

00

0 C)~

C1 L)

0 D L.J cl

co

- E1

C:) CDV) cn O c 0-I "

Ii I

0 ~ CD CD- C0 C) C Cn CD

UAS) 103 %
66

......



0

LI] I-C%J

0Liii

(~C)

e'.j

co
3c0

I (.

o) LaJCO

-JJ I

C) Cl

0Th I r U7 IC
CD ) C 0 C) D D CLC

~~LWS Lii % : (A)o
L&JO6-



~C\>

-X 4 J
C) LAJ S.v

VI 0

00

IC

000

CJ
-~ >

V)
C) i LAJ Ca
00 0>S- =) L.

.Lr

IL 1l
cI

I) C)I
Lai

se C)

I E
o Cj Cl1A Ln t

2t LL.. o c

w LAJ cI

6 - 0 0 ; 6 6 6

WAS) ZO %
68



Ix S- C)

CC

LLI - CDJ

LJ

CI-)
0

C)

a ~C)

Cl

C
co

C13

CJ I I

CDD

I- C)I
n0m

cp, C)

:ici

uI m

- C O 19 i' 17 C, .

CD C) C) ) CD 0C0 D 0 0CD

WAS) 103 %

69



C)0

V)
o LUj

c) m

C)
LAJ LLI0

cco

LL114

= Q

0(A

C\j ICD X:aI I ~ (o
co 0

C) C) Z
'. ) LDIU ~O

-' S c
I I

a IC0ixLf mI~ LLI
IN 0(1C0

3t

LLd0.

I 170



LJ

C)

11 CQ

C)

C)

I I
o

I C)

N UC\Jo 0
II CI

003

1 1 ~ =L U
* I -

z I U -
LU U I C ~

UL C)

U) 00EII

LC CD C C

711

_ _ _ _ _ in



C)

LJ
CCC

C)

C)

LiiiF- C) I-

or Lii LiC:

C
("S

("S

Co Lii
C

co ("'S
V) -

CU' L L d V

Lii
to--

ai -c

U-J I-~ (

6n C

I- .n m~ co

oO Co

-V) LAN C) I
!t 00

Z L. 3
'-I I

C 19 * C
-DCD C) CD CD C2CDC

I 72



CD.
CCD

= u
C- I-C

CCA

0 - (NJ

-. CD

I- ~ 0

~~C)

coo

o U

IVI
CO I

o IO
E. U I

C) E CC

m Lii mE= CD1L

I& InI c

- - 0 0 0 0

373

La w



* 0

LI-.

owo

0 (A

L~) )

c9*1

coI

0

, co

):: V)C) J L IA

= Z-
-j LA i J - c.

E~ CD

o z:j -c r

Li oi
E1qr

CL,
LLI m \

c2 Ie4 C CD C C 0C

WS) '03
74



Cl

V) C)

OD

C'.4

C'.4

.4c C'..
I.. S-. La.'

cJo c)

oD L". C'.4
O CD

w Ln

CD co,

-I 5

V- 0 OcI cor. '0 u ~ ~ C '.

LLJ(A) ) )OJ %

V75

.A o. - ..



C) LLL

CJ

C)i

P-4-

I-- I- (
0L
a3~ Co C0

'.00

-~40

4f))

LUj 0 U

('.4~~~C~ 0 C 1e.j 0) .

U34 00. .- J C)-~ 0

04As ) F-

C1-4



4-)

7r -

LU
-CD

CO.

C,

0

C4o

CJ

cr, CoI~ A
0I C

ix 0 L U)
cc Ix

~LLJ

"~ LiJ I~ LA

CD CD

CCD

ZLL 0 D
C)-
m CDC

'0- I
)(LAJCD

CD~s CD C D ) C

77



Lflt

-)

LLJb

ce-j
a0

0

N C

0 0T

C%j:C)
'I,,LL

LO iJ

La. 0 V

I I

L(lS CO %u~
CD 78



-~ CDJ

C)
Co *

LU C:)
C00

Coj

COo

N r
a C\j

C\ Lu

C)- '~i

w LU COL

C= Co -L 'CD co

C\1 LU LUI

CD

*; LL Co

C) LLLJ

CD
LOo

F- Co
Li) 0:)
wU Co Co

F- Co -4-

tn I~ Co

*x CD C)
C- X. Coj

>< LULU 1j
LU ro- LO Ic M (1

WAS) Z03

79



LLI

~co

COC

0o W
C)

Cl)

C)

C'.'

N CD

CD

co C)
CD

cc'.
c:,C'

cc L. )

o -

cc I)

C
c CD00C

(J) C U-) CNJ f CD

o ail

V) L L-0

L.JCI CI CD CD C

WAS) 0 %

s0



0.-I S.- 4-'
oIi C
m F0

00
e'J

C,

c C)
- i

U\ I~ L

*c CI) -

ci 0i
LC~Ln

-i Il

. - Ii tI

u( LA..J

(A)s 0O c%

281

F- C)U - . 4



-I

APPENDIX G

Oxygen Consumption Data
Figure 61
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